2 This paper presents a novel approach for the simultaneous determination of isoproturon, rimsulfuron and monuron, three widely used urea-derivative herbicides, in interfering environmental samples, combining the advantages of photoinduced fluorescence (PIF) emission, liquid chromatography and second-order chemometric algorithms.
Introduction
Herbicides belonging to the urea family are extensively used for the control of broad-leaved weeds and grasses in a wide range of crops.
1 Both the water solubility and the persistence (ca.
weeks or months) of these herbicides explain their frequent presence in soils and natural waters. 2 Some of them have also been detected in different surface and groundwaters of European countries 3-5 at levels higher than the maximum permissible concentration proposed by the European Drinking Water Directive 98/83 (0.1 ng mL -1 for any individual pesticide, and 0.5 ng mL -1 for the total pesticide content). Framework Directive, 7 and represents one of the targets of the present study. ISO is extensively used in European cereal production, 8 and it is often found in contaminated European groundwaters, surface waters, and effluents. 9 Due to the presence of ISO in rivers in the UK it had to be removed from the market during 2009. 10 A study of water pollution by herbicides in Germany revealed that more than three quarters of the total herbicide load of the effluents of the rural waste water treatment plant consisted of ISO, with a maximum concentration of 42 ng mL -1 . 11 A monitoring study for polar pollutants in European river waters indicated that the single highest ISO concentration was approximately 2 ng mL -1 . 12 In addition to ISO, two frequent herbicides, the sulfonylurea derivative rimsulfuron (RIM;
[1-(4,6-dimethoxy-2-pyrimidinyl)-3-[3-(ethylsulfonyl)-2-pyridylsulfonyl]urea]) and the phenylurea derivative monuron (MONU; [3-(p-chlorophenyl)-1,1-dimethylurea]) were included in our investigation (Fig. 1) . RIM is one of the most used herbicide for potato crops, and has adverse effects in earthworms, non-target terrestrial and aquatic plants. 13 MONU has been reported to be possibly carcinogenic in humans and its use has been banned in USA. 14 Although liquid chromatography-mass spectrometry methods are the most commonly applied ones for the determination of contaminants and pesticides in general, 15 the fact that both sulfonyl-and phenylurea herbicides display photoinduced fluorescence (PIF) upon UV radiation has allowed the development of green methods for their quantification based on this type of signal. 16, 17 The coupling of either high performance liquid chromatography (HPLC) or flow-injection analysis (FIA) with on-line PIF detection was previously applied for the automated analysis of phenylurea herbicides. 17, [18] [19] [20] Very recently, two urea-herbicides, fenuron and diflubenzuron, were determined by direct-laser-PIF. 21 However, in all of these works the presence of interfering agents represents a problem, especially in those cases where the limit of tolerance for the interference is very low.
The lack of selectivity of a method due to the presence of interferences can be easily overcome if the analysis is assisted by multi-way calibration. This type of calibration uses higher-order data, and allows the prediction of component concentrations in the presence of any number of unsuspected constituents which can be present in real samples. This useful property is named the "second order advantage", and avoids the requirement of either interference removal, as in zeroth-order calibration, or the construction of a large and diverse calibration set, as in first-order calibration. [22] [23] [24] [25] Interference removal extends the analysis time and the experimental work, and frequently involves the use of significant amounts of polluting organic solvents, in contrast to the green analytical chemistry principles. 26, 27 In this paper, higher-order data were obtained coupling HPLC, under an isocratic regime, to a fast scanning fluorescence (FSF) detector able to rapidly detect the PIF signals produced by rimsulfuron, monuron and isoproturon, which are post-column irradiated with UV light.
Thus, the elution time-photoinduced fluorescence matrix (ET-PIFM) data are obtained in short times and using minimal solvent volumes. The determinations are carried out in solutions containing the analytes and additional agrochemicals selected as potential interferences, namely 2-methyl-4-chlorophenoxyacetic acid (MCPA), thiabendazole (TBZ), fuberidazole (FBZ) and carbaryl (CBL) (Fig. 1) . The latter compounds showed PIF spectra significantly overlapped with those of the studied analytes. Since the former agrochemicals are usually employed in our geographical region, they may also be present in real water samples.
Four chemometric algorithms which achieve the second order advantage, i.e., parallel factor analysis (PARAFAC) 28 unfolded partial least-squares coupled to residual bilinearization (U-PLS/RBL) 29, 30 , multidimensional partial least-squares coupled to residual bilinearization (N-PLS/RBL), 31 and multivariate curve resolution-alternating least-squares (MCR-ALS) 32 were applied to process the ET-PIFMs. In those samples containing foreign species, which are closer to real cases, notable differences in the prediction capabilities of the employed algorithms were observed and discussed.
It is important to remark that few works using the present HPLC-FSF approach coupled to second-order calibration have been reported in the literature. [33] [34] [35] [36] To the best of our
sodium dodecylsulfate (SDS), hexadecyltrimethylammonium chloride (HTAC), fuberidazol (FBZ), carbaryl (CBL), and citrate buffer were purchased from Sigma-Aldrich (Milwaukee, WI, USA). Acetonitrile and methanol were purchased from Merck (Darmstadt, Germany).
Water was purified using a MilliQ system (Millipore, Bedford, USA).
Stock solutions of herbicides were prepared in methanol and stored in dark flasks at 4 °C.
In these conditions, solutions were stable for at least three months. Working samples were prepared as indicated below.
Instrumentation and procedure
Chromatographic measurements were carried out on an Agilent 1200 Series instrument ET-PIFMs were collected with the excitation wavelength fixed at 272 nm, using emission wavelengths from 288 to 460 nm each 3 nm and times from 0 to 4 min each 1.4 s. The excitation and emission slit widths were 10 nm and photomultiplier sensitivity was 800 V.
The emission-time matrices were saved in ASCII format and transferred to a PC based on AMD Sempron 2800 for subsequent manipulation.
Calibration, validation and test samples
A calibration set of 15 samples containing the studied herbicides at the concentrations provided by a central composite design for three factors and five levels by factor was prepared ( Table 1 ). The concentration ranges were: 0-4 µg mL -1 (isoproturon), 0-5 µg mL -1 (rimsulfuron), and 0-3 µg mL -1 (monuron). Linearity was corroborated within these values, and no efforts were made in order to find the upper linear limits.
A validation set was prepared employing concentrations different than those used for calibration and following a random design (Table 1) . Calibration and validation samples were prepared by measuring appropriate aliquots of standard solutions, placing them in 5.00 mL volumetric flasks, and completing to the mark with the solvent mixture used as mobile phase and HTAC solution in order to obtain a 0.011 mol L -1 HTAC final concentration.
With the purpose of evaluating the proposed strategy in the presence of potential interferences, additional test samples containing the three studied herbicides and TBZ, FBZ, CBL, and MCPA used as potential interferences were prepared. Agrochemicals selected as potential interferents were added at different ratios in the following ranges: 0.3-0.5 µg mL -1 (TBZ), 0.04-0.06 µg mL -1 (FBZ), 0.8-1.2 µg mL -1 (CBL), and 7-10 µg mL -1 (MCPA).
Water sample procedure
Tap, river, and underground water samples were prepared by spiking each sample with standard solutions of the studied herbicides, obtaining concentration levels in the range 0.01-0.05 µg mL -1 for each of them. In addition, the potential interferences (FBZ, TBZ, CBL or MCPA) were also incorporated to these samples at concentrations between 4×10 -3 and 7 µg mL -1 . These water samples were prepared in duplicate. Because of the low investigated concentrations of analytes, solid-phase extraction (SPE) had to be applied before the determination. The SPE procedure was carried out using Empore Octadecyl C18 membranes purchased from Supelco (Bellefonte, PA, USA). Prior to the extraction of 50 mL of the sample, the membrane was conditioned with 1 mL of methanol. The retained analytes were eluted with 1 mL of mobile phase containing HTAC. This sample was then subjected to the same chromatographic analysis as the validation samples. In this way, the preconcentration factor was 50. This factor could be easily increased by one order of magnitude or even more, simply by increasing the volume of treated water.
Chemometric Algorithms and Software
The theory of the applied algorithms is well documented and a brief description can be found in the Supplementary Data. The routines employed for PARAFAC, MCR-ALS, N-PLS, N-PLS/RBL, U-PLS and U-PLS/RBL are written in MATLAB 7.0. All algorithms were implemented using the graphical interface of the MVC2 toolbox, which is available on the Internet.
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Results and discussion
Urea herbicide photoproducts
The studied herbicides were found to be naturally non-fluorescent in neither aqueous nor organic solvents, whereas significant fluorescence bands appeared upon UV irradiation, suggesting the formation of photoproducts ( Fig. 2A ).
On the basis of fluorescence spectral comparisons, some authors have concluded that structures similar to aniline and substituted anilines may be responsible for the fluorescence of phenylurea (ISO and MONU) photoproducts. 38, 39 In the case of RIM, the sulfonylurea bridge ( Fig. 1) is quite labile and can be photochemically cleaved on both sides of the carbonyl, yielding an aryl sulfonamide and a nitrogen-containing heterocycle derived from pyrimidine 16 . Since this heterocyclic product is non-fluorescent, it is likely that the aryl sulfonamide moiety is responsible of the observed fluorescence.
16

Surfactants and pH effects on the fluorescence signals
As previously reported, the presence of surfactants such as SDS and HTAC at concentrations higher than their critical micellar concentrations (8.1×10 -3 and 1.3×10 -3 mol L -1 , respectively, ref. 40 ) has a significant influence on the PIF intensity of different pesticides. 16, 39, 41 Preliminary experiments showed that the addition of HTAC to the samples provided signal enhancements larger than SDS and, therefore, HTAC was selected for subsequent studies.
Coly et al. 16 demonstrated that pyrimidine-based herbicides (like rimsulfuron) exhibit PIF signals at pH values ranging between 2 and 8, whereas adequate signals were obtained using pH 6-7 in the phenylurea systems. 17 Our exploratory experiments proved that a pH = 6, given for example by citrate buffer, produced satisfactory signals and it was selected for the present experiments.
Optimization of chromatographic conditions
According to previous experience related to the chromatographic determination of urea derivative herbicides, 17 mobile phases containing different ratios of acetonitrile and buffer solution were tested. In addition, it was found that methanol at concentrations about 5 % improves the intensity and quality of the peaks. Higher percentages of methanol (10-15 %)
did not produce any changes. In conclusion, the mobile phase constituted by acetonitrilecitrate buffer and methanol in a 55:40:5 ratio provided the best PIF bands and it was used in all runs.
In a chromatographic-PIF system, for each sample volume there is an optimum irradiation time which depends on the flow rate and on the length of the photoreactor. For the three sample volumes assayed (20, 50 and 200 µL), three photoreactor lengths (100, 300 and 600 cm) and flow rates in the range 0.8 and 1.5 mL min -1 were probed. It was corroborated that a 300 cm photoreactor length, a flow rate of 1 mL min −1 , and 200 µL of injection volume produced the most sensitive signals. Under these latter conditions the three herbicides elute in less than 4 min.
A summary of the experimental conditions applied for the determination of the evaluated herbicides is given in Table 2 .
Multivariate calibration results
Figs. 3A,B show a three-dimensional and a contour plot, respectively, of an ET-PIFM for a mixture of the three studied herbicides. It is verified that overlapping occurs between the signals of RIM and MONU, and as will be discussed below, the situation becomes more serious if additional agrochemicals which may overlap with any of the peaks (Figs. 3C,D) are also present. In this latter case, it is highly convenient the use of second-order calibration with suitable algorithms for the quantitation of the analytes, because of the need of achieving the second-order advantage.
Two problems are known to be present when elution time-fluorescence emission secondorder data are acquired: (1) the measurement of an emission spectrum of a flowing sample, which makes the sample concentration variable during spectral detection, and (2) the lack of repeatability in the elution time profiles between successive runs 33 . The first problem is overcome using a fast-scanning detector which allows spectra to be obtained in a very short time (at a scanning rate of 14,400 nm s -1 the recording time is significantly lower than the width of a typical chromatographic band). As regards the second issue, it was observed that chromatographic band shifts between consecutive runs were not significant when validation samples (without foreign compounds) were measured (Fig. 4) . However, in the presence of additional compounds which strongly overlap both in the spectral and time modes, slight shifts of the analyte bands are verified between different runs, making the data non-trilinear.
In order to compare the ability of different algorithms towards these data, both validation and test samples were processed with algorithms which require trilinearity (PARAFAC) or which are more flexible in this regard (MCR-ALS, U-PLS/RBL, and N-PLS/RBL).
Validation samples
With the purpose of building a second-order calibration model for analyte quantitation, ETPIFMs were recorded for the calibration samples (see Table 1 ). After a suitable consideration of the regions corresponding to maximum signals, the selected working ranges were: 2-4 minutes (elution time) and 288-399 nm (PIF emission).
The number of components when PARAFAC was applied was selected by the so-called core consistency diagnostic, 42 which consists of studying the structural model based on the data and the estimated parameters of gradually augmented models. A PARAFAC model is considered to be appropriate if incorporating an additional component does not considerably improve the fit. 42 The number of components was also analysed considering both the spectral and the chromatographic profiles produced by the addition of subsequent components. In the latter test, if the addition of a new component generated repeated analyte profiles, the new component was discarded and the previous number of components was selected. The number of responsive components in validation samples obtained using both procedures was three.
The number of components could be justified by the presence of three different signals corresponding to each evaluated analyte.
PARAFAC was initialized with the loadings given by the best fit after a small number of trial runs, selected from the comparison of the results provided by generalized rank annihilation and several random loadings. 43 It is known that PARAFAC allows to obtain physically meaningful profiles. Indeed, the time and spectral profiles retrieved by PARAFAC for a typical validation sample are very similar to those corresponding to the experimental ones (see Fig. S1 in Supplementary Data).
Fig . 5A shows the prediction results corresponding to the application of this algorithm to a set of 12 validation samples, different from those used for the calibration step. As can be observed, the predictions for the three analytes are in good agreement with the corresponding nominal values. If the elliptical joint confidence region (EJCR) 44 is analyzed for the slope and intercept of the above plot (Fig. 5E) , we conclude that ellipses include the theoretically expected value of (1,0), indicating the accuracy of the applied methodology.
MCR-ALS was performed with matrix augmentation in the temporal direction, because this direction should be the one corresponding to potential profile changes. The number of components was estimated from the plot of singular values as a function of a trial number of components, locating a number for which the plot stabilizes. The latter number is initially employed for MCR-ALS analysis, and is afterwards refined (increased or decreased) until an appropriate solution is found, with a reasonable least-squares fit and physically recognizable profiles. For a given number of responsive components, their spectra were then estimated from the analysis of the so-called purest variables, extracting the purest spectra of the mixture from a series of spectra of mixtures of varying composition. 45 The profiles provided by the latter analysis were suitable to perform the resolution and, therefore, it was not necessary to include reference spectra for the analyte as initial estimates for MCR-ALS. In the studied system, the number of MCR components was four, and they were ascribed to the three analytes and the background.
During the iterative procedure leading to chemically recognizable solutions, nonnegativity constraints in both data modes and unimodality in the temporal mode were applied. Finally, algorithms based on latent variables (N-and U-PLS/RBL) were applied to validation samples. In contrast to PARAFAC and MCR-ALS, these algorithms do not render approximations to pure constituent profiles and thus the chemical interpretability is lost.
However, these methodologies show a great flexibility and, as will be demonstrated below, they are able to cope with some data sets deviating from trilinearity.
The optimum number of factors for modelling the calibration set, obtained applying the cross-validation method described by Haaland and Thomas, 46 The analytical performances for the four selected algorithms applied to validation set can be appreciated from the statistical results shown in Table 3 . These results are promising, taking into account that the simultaneous determination of the three herbicides is rapidly carried out using the entire chromatographic data matrices.
Test samples
The usefulness of the proposed method could not be completely appreciated until its conditions and also strongly overlap the spectral signals of the three studied herbicides (Fig.   2B ). Therefore, test samples containing these compounds were prepared and analysed.
Applying the same procedure as for validation samples, our first attempt was to carry out the quantification using the complete data matrices involving the full range of both elution times and emission wavelengths. However, preliminary studies performed with all selected algorithms showed that it was not possible to obtain reliable results working with the whole ranges. Therefore, the specific time-spectral region was systematically varied in the proximities of the maximum signal for each analyte, selecting the parameters which rendered the best statistical indicators. The final elution time and emission wavelength ranges were:
3.14 min-3.74 min and 288 nm-399 nm for ISO, 2.15 min-2.68 min and 288 nm-375 nm for RIM, and 2.82 min-3.35 min and 333 nm-405 nm for MONU.
The selection of the number of PARAFAC factors was carried out through the same tests as in the validation samples. Depending on the investigated region, the estimated number of components varied between two and four. As can be appreciated in Fig. 6A , the recovery results corresponding to the application of PARAFAC to samples containing potential interferents show some dispersion of the predictions with respect to the perfect fit. This fact may be explained considering both: (1) the significant spectral overlapping among the analytes and interferences (see Fig. 2B ) which precludes the successful decomposition of the three-way, and (2) the variation of elution times of the analytes from run to run, verified in these complex matrices due to a sample matrix effect (Fig. 4) , which produces a slight loss of data trilinearity.
MCR-ALS is very useful for calibration with data involving changes in constituent
profiles along one of the instrumental data modes (e.g. elution time mode), as in the present case. Therefore, an augmented matrix along the elution time direction was built and processed by the algorithm. As in validation samples, the number of MCR components was estimated from the plot of singular values as a function of principal component number. The algorithm was initialized from the analysis of the so-called purest variables, and constraints of non-negativity in both data modes and unimodality in the temporal mode were applied, with a selected MCR convergence criterion of 0.1%.
The predicted concentrations (Fig. 6B ) are rather poor in relation to the nominal values, and this result was ascribed to the significant spectral similarity among analytes and interferents.
It is important to point out that although the EJCRs for PARAFAC and MCR-ALS in Fig. conclusion is also corroborated by the statistical analysis of Table 3 , where high REP values are calculated in test samples when these algorithms are employed.
When N-and U-PLS/RBL algorithms were applied to the test samples, in addition to the number of latent variables estimated for the calibration set for ISO, RIM and MONU in the corresponding selected regions, these samples required the introduction of the RBL procedure. In most samples, two unexpected components were needed for ISO and RIM, and one for MONU. Adding more unexpected components did not improve the fit, indicating that N-and U-PLS/RBL algorithms model the profiles of the interferences using one or two principal components. Both algorithms allow for a good prediction of herbicide concentrations in samples with potential interferences (Figs. 6C and 6D ), suggesting that PLS/RBL does not require trilinearity to be strictly fulfilled to resolve very complex systems.
According to the statistical results ( Fig. 6E and Table 3 ), U-PLS/RBL renders prediction of better quality than N-PLS/RBL.
As regards the LODs obtained when U-PLS and U-PLS/RBL were applied to validation and test samples, respectively, it can be concluded that these values do not significantly differ. However, it should be taken into account that validation samples were processed using the complete data matrix, while the samples with potential interferences were investigated in selected regions. This latter procedure favors the results but makes it more tedious.
Real water samples
With the purpose of testing the applicability of the investigated method to real systems, the analysis of different kinds of waters was performed. In water bodies, herbicides are detected in a wide range of concentrations, generally in the order of part-and sub-part-per-billion levels. Therefore, in order to increase the sensitivity of the method, a preconcentration step was carried out by employing C18 membrane-SPE, which proved to be an appropriate material.
Because the analyzed waters did not contain the studied herbicides, the samples were spiked, in duplicate, with the analytes, before the SPE procedure. It is important to recall that, in order to mimic a potential real situation, foreign compounds selected from the above analyzed group (TBZ, FBZ, MCPA or CBL) were added to each of these samples and a recovery study was carried out.
According to the previous results with artificial samples, U-PLS/RBL was the algorithm selected for the analysis of real samples. The good obtained results (Table 4) suggest that the method overcome the problem of the presence of unexpected interferents from the background of the real samples. In addition, the statistical results shown in Table 3 , with very good values for RMSEP and REP, do also support this conclusion. The attained LODs (in the order of 2 ng mL -1 ) suggest that the presently developed methodology is well suited for the determination of the analytes in surface and undeground water samples which might be exposed to the studied herbicides. For its application to the specific case of drinking water samples, it would be easy to increase the preconcentration factor.
Conclusions
It is demonstrated that a simple and green chromatographic technique which combines photo- Although acceptable results were obtained using N-PLS/RBL and MCR-ALS, U-PLS/RBL showed the best performance to quantify the herbicides even in the presence of the selected foreign compounds. 
